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Measurement of wavefront aberrations in human eyes has become a reliable, quantitative way of assessing the optical impact of
experimental and corrective ocular manipulations. Wavefront measures have also been performed in several other species, but never
in cats, an animal model of choice for many ocular studies. Our goal in this study was to measure wavefront aberrations reliably in
live, awake-behaving cats in a manner that is directly comparable to that used in human subjects. Six adult cats (felis cattus) were
trained to ﬁxate small targets on a computer screen. A compact Shack–Hartmann wavefront sensor was aligned with each animal’s
pupil center and line of sight during ﬁxation. Wavefront images were then collected from which the cats’ ocular aberrations were
measured up to tenth order Zernike polynomials over a 6 mm pupil. Results show that cat and human ocular wave aberrations were
very similar. Second order Zernike modes accounted for more than 90% of the total wave aberration. In agreement with our
observation that cat ocular optics were comparable with those of humans, the half height width of both the cat and human higher
order point spread function was about 0.95. These results form a solid basis for future wavefront sensing studies aiming to quantify
the eﬀects of ocular manipulations in experimental animals.
 2004 Elsevier Ltd. All rights reserved.
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Monochromatic ocular aberrations can signiﬁcantly
disrupt the quality of vision. Recent theoretical and
technological advances have enabled researchers to
measure and correct some of these aberrations. Wave-
front sensing technology allows quantiﬁcation of ocular
aberrations, which are expressed as deviations from a
perfect spherical or plane wave, of the wavefront gen-
erated by a single point source of light at the fovea.
These deviations can be broken down into many types
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doi:10.1016/j.visres.2004.03.017diﬀerent orders (Liang, Grimm, Goelz, & Bille, 1994;
Liang & Williams, 1997; Thibos, Applegate, Schwie-
gerling, Webb, & Members, 2001). The biology of lower
order wavefront aberrations such as defocus and astig-
matism is relatively well understood and the visual im-
pact of these aberrations is generally large. However,
higher order aberrations such as coma, trefoil and
spherical aberration, can also decrease the quality of
vision, particularly at large pupil sizes (Hjortdal, Olsen,
& Ehlers, 2002; Liang & Williams, 1997). Ocular sur-
geries that disrupt corneal or lens structure often change
the magnitude and distribution of ocular aberrations
among the diﬀerent orders (Hjortdal et al., 2002). Even
procedures such as laser in situ keratomileusis (LASIK)
and photorefractive keratectomy (PRK), which can
correct defocus and astigmatism (second order aber-
rations), often increase higher order aberrations such
as coma and spherical aberration (Endl et al.,
2001; Mierdel, Kaemmerer, Krinke, & Seiler, 1999;
Moreno-Barriuso et al., 2001; Oshika, Klyce, Applegate,
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Seiler, Kaemmerer, Mierdel, & Krinke, 2000).
Animal models have long been used in ocular re-
search, but to date, it has been diﬃcult to quantify their
ocular wavefront aberrations (e.g. Coletta, Toilo, Mos-
kowitz, Nickla, & Marcos, 2003; Kisilak, Campbell,
Hunter, Irving, & Huang, 2003; Ramamirtham, Norton,
Siegwart, & Roorda, 2003; Ramamirtham et al., 2002).
Part of the problem is that accurate measurement of
wavefront aberrations requires normal corneal physiol-
ogy. In particular, adequate hydration in the form of a
normal, uniform tear ﬁlm needs to be maintained while
the measurements are taken, otherwise signiﬁcant
changes in wavefront aberrations will result (Koh et al.,
2002). Anesthesia seriously compromises the quality and
quantity of the tear ﬁlm since animals are no longer able
to blink. Artiﬁcial tears and other corneal moisturizers
do not replicate the chemical or optical qualities of the
natural tear ﬁlm (Huxlin, unpublished observations).
Indeed, our early wavefront measures in anesthetized
cats treated with a range of such moisturizers exhibited
huge inter-image variability in the magnitude of Zernike
terms from the 2nd to the 5th order, both within and
between imaging sessions. This variability was so severe
that we were not able to interpret the results, an out-
come that motivated our work to measure such aber-
rations in awake, ﬁxating animals.
Accurate measurement of wave aberrations also re-
quires subjects to ﬁxate steadily down the optical axis of
a wavefront sensor, an alignment that is diﬃcult to
achieve in awake animals. Yet, the ability to conduct
such measurements reliably over a long period of time
would be extremely advantageous for ophthalmological
research. In this study, we have succeeded in using a
compact Shack–Hartmann wavefront sensor to measure
wavefront aberrations in awake, adult cats trained to
ﬁxate small visual targets presented on a computer
monitor. The cat is an excellent animal model for ocular
research. Relative to other mammals (rabbits, rats, mice,
monkeys), feline corneal parameters (curvature, size,
thickness, histological structure) are similar to those of
humans (reviewed in Hughes, 1977). This is important
because the cornea contributes to the majority of the
optical aberrations in the eye. Furthermore, the bio-
logical reaction of the feline cornea to injury or surgical
intervention provides a very good approximation of the
human cornea’s reaction to such manipulations (Bahn
et al., 1982; Jester, Petroll, Feng, Essepian, & Cava-
naugh, 1992). The cat is thus often used in studies of
corneal healing (Petroll, Cavanagh, & Jester, 1998;
Telfair et al., 2000a, 2000b). The ability to quantify
optical wave aberrations in normal, adult cat eyes has
allowed us to better assess the quality of cat optics than
was previously possible and has set the stage for future
studies on the optical consequences of ophthalmologic
interventions.2. Methods
2.1. Animals
Data were collected from eight eyes in six young,
adult cats, purchased from a commercial vendor. All
cats were domestic shorthairs (felis cattus), were in good
health and there was nothing unusual about their
upbringing, appearance or visual performance, other
than that they were raised and kept in cages most of
their lives. The cats were trained to ﬁxate small spots of
light on a computer monitor. The animals were moti-
vated for the training by decreasing their body weight to
about 75% of normal. They were maintained at this
weight for the duration of the study and received the
majority of their daily food intake in the form of pureed
beef rewards for ﬁxating spots of light during their daily
imaging or training sessions. Following each session, the
animals were supplemented with dry cat food, leaf let-
tuce and a vitamin pill to insure that their body weight
remained at about 75%, while maintaining good physi-
cal health. On week-ends or days when they did not
undergo wavefront sensing, cats were given an amount
of dry cat food calculated to maintain them at 75% body
weight. Water was continuously available in their home
cage. All experiments were carried out according to the
guidelines of the NIH Guide for the Care and Use of
Laboratory Animals (NIH publication no. 86-23, re-
vised 1987) and of the University of Rochester’s Com-
mittee on Animal Resources.
2.2. Behavioral training protocol
Under deep surgical anesthesia, each cat was ﬁtted
with a head-cap consisting of a set of 8 titanium
orthopedic screws (Veterinary Orthopedic Implants
Inc.) implanted into the skull and joined together by
bone cement (Palacos Bone Cement) into which a brass
rod was embedded (Pasternak & Horn, 1991). A sub-
conjunctival search coil was implanted around one eye
(Judge, Richmond, & Chu, 1980) and connected to a
female plug also embedded into the bone cement of the
head-cap. The animals were allowed to recover for two
weeks before the onset of behavioral training. During
behavioral training, each cat was placed inside a mag-
netic ﬁeld generated by a set of 50 cm ﬁeld coils (Rem-
mel, 1984). Their heads were immobilized using the
implanted head-cap while their body was loosely con-
ﬁned in a zippered body suit. Signal from their eye coil
was detected and calibrated using an eye coil phase
detector (Riverbend Electronics). Eye position was cali-
brated prior to each daily imaging session by requiring
the cat to ﬁxate a small (2 · 2 pixels or 0.03 visual angle)
spot of light on a darkened 19
00
ViewSonic PF790
computer monitor located 48 cm from its eyes. Animals
were rewarded for positioning their gaze within an
Fig. 1. Miniature Shack–Hartmann wavefront sensor and experi-
mental set-up. (A) Photograph of the wavefront sensor from the front,
as seen by the cats during imaging of wavefront aberrations. The
infrared pupil illuminator (eight white spots arranged in a circular
pattern around the sensor’s aperture) and CCD camera are labeled.
Under optimal conditions, the cat’s line of sight is coaxial with the
center of this circle. Note that the wavefront sensor is narrow enough
to allow the animal to see to one side of it during imaging of each eye.
(B) Side view of the wavefront sensor illustrating the pupil camera
which is coaxial with the line of sight. Scale bar of 10 cm applies to
both A and B. (C) Optical path inside the wavefront sensor. (D)
Schematic diagram illustrating the alignment of the wavefront sensor
to the line of sight of one of the cat’s eyes during the animal’s ﬁxation
of a spot of light presented on a computer monitor located 48 cm in
front of the cat’s eyes.
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centered on the ﬁxation spot (Sparks & Sides, 1974). The
animals were trained to maintain ﬁxation within this
window for 2–3 s. When they did so successfully, they
were rewarded with a squirt of pureed beef. The ﬁxation
spot was presented randomly at diﬀerent locations on
the computer monitor, within the central 10 of vision.
About 20–30 trials were required to calibrate eye posi-
tion, by making small adjustments to the signal oﬀset
and gain on the eye coil phase detector.
2.3. Compact wavefront sensor
In order to measure wave aberrations in awake cats, a
Shack–Hartman wavefront sensor was miniaturized so
that it could ﬁt into the psychophysical apparatus used
for visual testing of cats. The overall dimensions of the
modiﬁed sensor (Fig. 1A and B) were small and allowed
the apparatus to be aligned onto the visual axis and pupil
center of one eye in the cat without obstructing vision
through the other eye. A schematic diagram of the
compact wavefront sensor (CWS) is shown in Fig. 1C.
A laser diode emitting dim, collimated light at a
wavelength of 820 nm produced a beacon source of light
on the retina. Light reﬂected out of the eye from this
source was then used to measure the wavefront aberra-
tion. An infrared pupil illuminator and pupil camera
were used to produce a real time (30 Hz) image of the
pupil, which was necessary to align the wavefront sensor
to the animal’s eye during ﬁxation (see below). The pupil
illuminator did not aﬀect pupil size. The lenslet array
used to image optical aberrations consisted of over 600
lenslets for a 6 mm diameter aperture. The center-to-
center spacing of the lenslets was 200 lm and their focal
length was 7.9 mm. The magniﬁcation of the optical
system was 1:1 at the pupil plane. A CCD camera
(DALSA CCD Image Capture Technology) was used to
capture the resulting spot array patterns with an expo-
sure time of 400 or 500 ms. A ‘‘dark image’’ was col-
lected at the end of each imaging session to document
the noise created by the CCD camera itself. This image
was collected while the room lights and computer
monitor were turned oﬀ and the opening of the wave-
front sensor was covered with a piece of black con-
struction paper. This dark image was then subtracted
from each spot array pattern obtained from that imag-
ing session.
2.4. Measurement of wave aberrations in ﬁxating cats
Wave aberrations were measured in six right eyes and
two left eyes. Images were collected in dim surround
illumination while the cats ﬁxated a small spot of light
(2· 2 pixels) displayed on a computer monitor at a dis-
tance of 48 cm from the cat’s eyes. The cats’ pupils were
typically about 12–13 mm in diameter during wavefrontsensing (Fig. 2). No drugs were used to lubricate the eye,
artiﬁcially enlarge the pupil or block accommodation.
Cats blinked normally during the entire imaging session.
Accommodation, though present (see review by Hughes,
1977), was kept relatively constant across cats and
imaging sessions by requiring all animals to ﬁxate the
same bright spot on the computer screen, which was al-
ways placed at the same distance (48 cm) from each
animal’s eyes and well beyond the near point for the cat
(Bloom & Berkley, 1977). The compact wavefront sensor
was positioned on a height-adjustable platform between
the animal and the computer monitor. For imaging of the
left eye, cats repeatedly ﬁxated a spot located at 6 of
Fig. 2. Typical spot array pattern obtained from an imaging session in
a cat. This particular image was taken in the left eye of Cat 2001. Note
the oblique shadow in the superior-temporal corner of the image,
which prevents light from exiting the eye, and thus, from being de-
tected through the lenslet array. This is part of the cat’s upper eyelid,
under which no spots of light are found. Throughout the rest of the
cat’s pupillary aperture, the spots of light recorded by the wavefront
sensor’s CCD camera are bright and distributed relatively uniformly.
A white circle 6 mm in diameter is drawn over the center of the spot
array pattern to show the typical aperture over which wave aberrations
were analyzed.
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computer monitor. For imaging of the right eye, cats
ﬁxated a spot located 6 to the left and 6 up from the
center of the screen. The wavefront sensor was aligned to
the visual axis and the center of the pupil in each cat
during ﬁxation by centering the live pupil image onto a
reference grid displayed on the data acquisition com-
puter’s monitor. The distance between the wavefront
sensor and the animal’s eye was also adjusted slightly
until the pupil image was in perfect focus. If debris such
as fuzz, dust or excessive ocular secretions, was noticed
on the ocular surface, the eye was blinked manually by
the experimenter until it disappeared. For each eye, 10–15
spot-array patterns were collected per session. Two to 12
sessions were carried out per eye, each on a diﬀerent day,
to verify repeatability and stability of the measurements.2.5. Data analysis
Ocular aberrations shift each spot in the spot array
pattern from its reference location on the CCD camera,
determined by passing a plane wave through the wave-
front sensor. The local slope of the wavefront at each
lenslet was calculated on the basis of these relative spot
displacements. While the cats’ pupils were naturally verylarge under the illumination conditions used in our
experiments, the spot array pattern could not be ana-
lyzed over a 12–13 mm aperture as the upper eyelid
usually occluded part of the pupil (Fig. 2). Because this
resulted in a large number of spots missing from the
array, wavefront analysis was impossible over the eyelid
‘‘shadow’’. Therefore, while the wavefront sensor has
the capacity to measure aberrations over a 12–13 mm
pupil, we chose to perform our measurements over a 6
mm aperture, a size that could be attained reliably in all
cats, and was consistent with OSA standards for wave
aberration measurements in humans (Thibos et al.,
2001).
The centration of this 6 mm circular aperture over the
spot array patterns was critical to obtaining consistent
data. First, a 10 mm circle was drawn and centered on
the edges of each spot array pattern. The circle’s diam-
eter was then concentrically decreased to 6 mm (see Fig.
2). Within this 6 mm aperture, the center of each spot
(centroid) in the spot-array pattern was identiﬁed and
the two-dimensional displacement of this centroid from
the reference spots was measured. Wave aberrations
were calculated from these displacements using the
Zernike polynomial expansion up to the tenth order.
However, only data pertaining to orders two to ﬁve are
presented here since these orders appear most signiﬁcant
for visual performance. The amplitude of every Zernike
term from the second to the ﬁfth order (j ¼ 3 through
20––see Table 1 for deﬁnition of terms) was expressed in
lm. The magnitude of the defocus terms (Z02 , j ¼ 4) was
converted to Diopters using the following formula:
Diopter ðDÞ ¼ 4
ﬃﬃﬃ
3
p
Z02 ðin lmÞ
ðpupil radius in mmÞ2
For each eye, the total root mean square (RMS) values
for j indices 3–20 were computed and the percentage of
the total RMS occupied by lower (2nd) and higher (3rd–
5th) order terms were calculated. We also evaluated the
weight of each Zernike term (j) in the variance of the
ocular wavefront aberration, as follows:
Weight ðjÞ ¼ j
2
P20
j¼3 j
2
 100
The two-tailed Student’s t-test was used to establish
statistical signiﬁcance.
2.6. Point spread functions (PSFs)
Zernike terms from orders 3–5 were used to calculate
the point spread function (PSF) for a 3 mm pupil in each
cat eye imaged. The small pupil size was chosen so that
the data could be compared with those published pre-
viously (reviewed by Hughes, 1977) both for humans
(Campbell & Gubisch, 1966; Gubisch, 1967) and anes-
thetized cats (Bonds, 1974; Enroth-Cugell & Robson,
Table 1
Deﬁnition of terms
Zernike term j index Classical description
Z22 3 Astigmatism at 45
Z 02 4 Defocus
Z 22 5 Astigmatism at 0 or 90
Z33 6 y-axis trefoil
Z13 7 y-axis coma
Z 13 8 x-axis coma
Z 33 9 x-axis trefoil
Z44 10 Quadrafoil
Z24 11 Secondary astigmatism
Z 04 12 Spherical aberration
Z 24 13 Secondary astigmatism
Z 44 14 Quadrafoil
Z55 15 Pentafoil
Z35 16 Secondary y-axis trefoil
Z15 17 Secondary y-axis coma
Z 15 18 Secondary x-axis coma
Z 35 19 Secondary x-axis trefoil
Z 55 20 Pentafoil
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published human PSFs were not calculated from data
collected with a wavefront sensor (Campbell & Gubisch,
1966; Gubisch, 1967), wavefront aberrations were
measured in eight, randomly selected human eyes using
a conventional wavefront sensor (Bausch & Lomb Zy-
wave). Zernike terms were calculated for both 6 and 3
mm pupil sizes. As for the cat eyes, human PSFs were
then computed from the 3rd to 5th Zernike orders, over
a 3 mm pupil. Experiments were undertaken with the
understanding and written consent of each human sub-
ject and abided strictly to the Code of Ethics of the
World Medical Association (Declaration of Helsinki).Table 2
Comparison of cat and human wavefront aberrations
Cat H
Pupil diameter (mm) 6 6
Total RMS (lm) 2.0± 1.1 2
3rd–5th order RMS (lm)
(% total RMS)
0.33± 0.11 0
16.9± 8.8 1
2nd order terms (% total variance) 95.6± 4.1 
3rd–5th order terms (% total variance) 4.4 ± 4.1 
a Linear interpolation between 5 and 7 mm pupil data of Castejon-Mocho
bPorter, Guirao, Cox, and Williams (2001).
cHuman data collected for present study (N ¼ 8).3. Results
3.1. Distribution of optical aberrations in the normal cat
eye
As shown in Table 2, the total root mean square
(RMS) wavefront error in our sample of eight cat eyes
averaged 2.0 ± 1.1 lm (mean±SD), while higher order
RMS (orders 3 through 5) averaged 0.33± 0.11 lm,
which is in the range of values obtained in humans. Six
of the cat eyes were hyperopic (Fig. 3) with defocus
(j ¼ 4) ranging from )2.1 lm (1:62D) to )1.0 lm
(0:77D). Two of the eyes were myopic, with 4.3 lm
(3:31D) and 1.5 lm (1:15D) of defocus respectively
(cats 009 OD and 008 OD––Fig. 3).
Across all cat eyes, the two astigmatism terms were
small, averaging 0.007± 0.45 lm for j ¼ 3 and
)0.13± 0.50 lm for j ¼ 5 (Figs. 3 and 4). Generally, 2nd
order terms accounted for about 83% of the eye’s total
RMS and 95.6% of the total variance of the data (Table
2). Higher order terms (3rd–5th order) accounted for the
remaining 17% of the RMS and 4.4% of the variance.
Spherical aberration (j ¼ 12) was relatively small,
averaging 0.018± 0.11 lm and accounting for only 0.9%
of the total RMS and 5.5% of the higher order RMS.
Y -axis coma (j ¼ 7) appeared to be one of the more
signiﬁcant higher order aberrations in our sample of
cat eyes, averaging )0.11± 0.11 lm, which represents
5.6% of the total RMS and 33% of the higher order
RMS.
As in humans, the distribution and magnitude of
optical aberrations diﬀered between cats (Figs. 3 and 4),
and occasionally, between the two eyes of the same cat
(compare left and right eyes of Cats 1001 and 2001––
Fig. 3). However, all values fell well within the normal
range of inter-subject variability seen in humans (Table
2). Furthermore, the small standard deviations obtained
for each cat’s Zernike term (Fig. 3) demonstrates that
there was relatively little variability in a given eye’s
ocular aberrations, both between the diﬀerent spot array
patterns obtained during a single imaging session, and
across many imaging sessions. Within a single imaging
session, the mean± standard deviation of the standardumana Humanb Humanc
5.7 6
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Fig. 3. Plots of mean Zernike coeﬃcient values obtained for each j index from the 2nd to the 5th Zernike orders in each of the eight cat eyes. Data
analyzed over a 6 mm pupil were averaged across all images collected for each eye over 2–12 sessions, each on a diﬀerent day. Cat 009 OD––29
images from three sessions. Cat 008 OD––17 images from two sessions. Cat 1003 OD––26 images from two sessions. Cat 1005 OD––37 images from
three sessions. Cat 1001 OD––38 images from three sessions. Cat 1001 OS––24 images from two sessions. Cat 2001 OD––41 images from three
sessions. Cat 2001 OS––141 images from 12 sessions. Error bars represent standard deviations of the mean. OD¼ right eye, OS¼ left eye. Note the
small size of the error bars, demonstrating good repeatability of the measures. Note also the relatively small amounts of higher order aberrations
(j ¼ 6 through 20), with the exception of y-axis coma (j ¼ 7), which is relatively large in ﬁve of the eight eyes (1005 OD, 1001 OD and OS and 2001
OD and OS).
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array pattern collected was 0.174± 0.099 lm. When data
were pooled across diﬀerent imaging sessions, the stan-
dard deviation of the total RMS increased to
0.212± 0.169 lm. When data were pooled across all
cats, the mean standard deviation of their individual
total RMS values increased further to 0.269± 0.122 lm.
Nevertheless, these standard deviations fall well within
the normal range observed in human population studies
(see Section 4).
The stability of wave aberrations across time was best
demonstrated in cat 2001’s left eye (Fig. 3), in which
data were collected over twelve diﬀerent imaging ses-sions spanning a period of ﬁve months. Note that the
standard deviations of individual Zernike terms (bottom
right graph in Fig. 3) for cat 2001’s left eye, though
averaged over 141 spot array patterns obtained from
twelve days of imaging, were just as small as those in the
right eye of this animal (bottom left graph in Fig. 3), for
which data were only collected over 41 spot array pat-
terns from three consecutive days of imaging.
Finally, since we were able to image both eyes of cats
1001 and 2001, it was possible to demonstrate the exis-
tence of mirror symmetry between the higher order
aberrations (3rd through 5th orders) in the two eyes of
these animals. Fig. 5 illustrates this phenomenon, which
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Fig. 4. Mean Zernike coeﬃcient values for individual j indices from
the 2nd to the 5th order, averaged over the eight cat eyes and shown
for a 6 mm pupil. The inset shows values for higher order terms only
(3rd–5th orders), plotted on a diﬀerent scale. Note that the y-axis coma
term (j ¼ 7) is the largest of the higher order aberrations.
Fig. 5. Mirror symmetry between the higher order aberrations (3rd–
5th orders) of the two eyes of individual cats. (A) Mirror symmetry
between the two eyes of cat 2001. (B) Mirror symmetry between the
two eyes of cat 1001. PSFs (upper rows) and wave aberration maps
(bottom rows) were calculated from data measured over a 6 mm pupil
diameter. Scale bar ¼ 50 arc for all PSF images. Scale bar¼ 6 mm for
all wave aberration maps. OD¼ right eye, OS¼ left eye.
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wave aberration maps.
3.2. Comparison between cat, human and diﬀraction-
limited PSFs
As shown in Fig. 6, it was possible to calculate PSFs
from our wave aberration data over a 3 mm pupil for
both humans and cats. When second order terms (de-
focus and astigmatism) were removed, the PSFs com-
puted from the higher order terms (3rd–5th order) gave
cat and human PSFs, RMS and Strehl ratio values that
were very similar (Fig. 6A). When the PSFs for the eight
cat eyes, the eight human eyes and a diﬀraction limited
system were radially averaged and plotted against min-
utes of arc (Fig. 6B), the widths at half height of the
three curves were identical at 0.950 arc. While the max-
imal heights of the human and cat PSFs were lower than
the maximal height of the diﬀraction limited curve, they
were not signiﬁcantly diﬀerent from each other
(P > 0:05, Student’s t-test).4. Discussion
4.1. Methodological considerations
Shack–Hartmann wavefront sensors have long been
used to measure ocular wave aberrations in the human
eye with great precision and reliability (Carkeet, Luo,
Tong, Saw, & Tan, 2002; Castejon-Mochon et al., 2002;
Liang et al., 1994; Liang & Williams, 1997; Porter et al.,
2001). However, performing similar measurements in
animals has proven to be diﬃcult (Ramamirtham et al.,2002, 2003; Thibos, Cheng, Phillips, & Collins, 2002).
We have successfully developed a paradigm that allows
such determinations to be made in awake, ﬁxating cats,
a species commonly used for ocular research.
The issue of maintaining normal corneal physiology
and function during wavefront measurements was re-
solved by using awake animals that blinked and behaved
normally. By monitoring eye movements and training
cats to ﬁxate, a protocol often used in visual psycho-
physical experiments (Huxlin & Pasternak, 2004; Pas-
ternak & Horn, 1991; Pasternak & Maunsell, 1992;
Pasternak, Thompkins, & Olson, 1995), it was also
possible to ensure that animals ﬁxated along the optical
axis of the wavefront sensor, as required by the OSA
Standardization Committee (Thibos et al., 2001). Not
only was our method of alignment consistent with OSA
standards for wave aberration measurements (Thibos
et al., 2001), but it also resulted in stable data over
the many imaging sessions undertaken for this study.
Fig. 6. Comparison of optical quality between the human eye, the cat eye and a diﬀraction-limited system. (A) PSFs calculated from the higher order
wavefront aberrations (3rd–5th orders) over a 3 mm pupil diameter for one of the eight human eyes (Human A), the right eye of cat 1001 and a
diﬀraction limited system where all Zernike terms were set to 0 lm. Scale bar ¼ 10 arc for all PSF images. The higher order RMS values and Strehl
ratios are indicated for each condition. Note the strong similarity in the PSF of the human and cat eye under these conditions. Both are close to being
diﬀraction limited. (B) Plot of the radially averaged PSF, centered on the peak intensity for the diﬀraction limited condition as well as for the eight
human and cat eyes in our sample. Error bars¼ standard deviations. There is no signiﬁcant diﬀerence between cat and human data in this sample
(P > 0:05, Student’s t-test).
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likely due to small diﬀerences in the precise alignment of
the sensor or to tiny changes in the animals’ refractive
states. Finally, the mean standard deviation obtained
for the RMS wavefront error in our cat population was
0.269 lm, which is comparable to values such as 0.229
and 0.212 lm reported from human population studies
(e.g. He et al., 2002).
4.2. Ocular wave aberrations in the normal cat––implica-
tions for vision
When measured over a 6 mm aperture and analyzed
over the 2nd to the 5th order Zernike polynomials, the
ocular wavefront aberrations of cats fell well within the
range of values obtained in humans (e.g. Castejon-
Mochon et al., 2002; Porter et al., 2001). As in humans,
the cat’s defocus and the two astigmatism terms, which
make up the 2nd order Zernike modes, carry most of the
aberration weight, accounting for about 83% of the total
RMS value and for over 95% of the total variance. The
fact that we found both myopic and hyperopic animals
in our small sample suggests that under our testing
conditions, there does not seem to be a very a powerful
emmetropization mechanism for our population of cats.It is quite possible that wild cats could have a better
emmetropization mechanism than our animals, which
were speciﬁcally bred for research and were raised in
cages and artiﬁcial lighting all their lives. According to
Yinon, the bulk of the evidence suggests that cats,
monkeys and chicks raised in small rooms and cages
exhibit an increased incidence of myopia relative to
normal controls (Yinon, 1984).
Perhaps some of the myopia observed in our cats
could result from accommodation during the ﬁxation
task. The target that the animals were required to ﬁxate
was located 48 cm from their eyes, which would cer-
tainly induce an accommodation response. Further-
more, while there is great variability in the reported
range of accommodations for the cat eye (from 1D to
over 10D––see Hughes, 1977, for review), there appears
to be a suggestions in some of this literature that the
physiologic, tonic refractive state of the awake cat’s eye
is slightly myopic (Elul & Marchiafava, 1964). However,
it should be noted that we are not making any claims
about the absolute refractive power of each cat eye in
this study––our main interest is to measure higher order
aberrations in the cat eye and to compare them with
higher order aberrations in the human eye under similar
measurement conditions.
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of higher order aberrations (3rd–5th orders), but as in
humans (Howland & Howland, 1977; Porter et al., 2001;
Thibos & Cheng, et al., 2002; Walsh, Charman, &
Howland, 1984), y-axis coma (j ¼ 7, Z13 ) in the cat ac-
counted for the highest percentage of both the total
RMS/variance and of the higher order RMS. In addi-
tion, our data showed that cats, just like humans (Liang
& Williams, 1997; Porter et al., 2001), can exhibit great
similarity in the higher order monochromatic aberra-
tions of their two eyes. This similarity is evidenced
by mirror symmetry in their aberration maps, as was
shown for cats 1001 and 2001 in Fig. 5.
Contrary to early reports (Bonds, 1974; Bonds, En-
roth-Cugell, & Pinto, 1972; Enroth-Cugell & Robson,
1974; Wassle, 1971), the quality of the cat’s ocular optics
measured with wavefront sensing appears as good as
that of the human eye (Campbell & Gubisch, 1966;
Gubisch, 1967). Indeed, when using measures of wave-
front aberrations over the 3rd to the 5th order Zernike
polynomials obtained in this study, it was possible to
show that for a 3 mm pupil, the width at half height of
the radially averaged PSF did not diﬀer signiﬁcantly
between our sample of eight cat eyes, a sample of eight,
randomly chosen human eyes, a diﬀraction-limited
optical system and previously published values for hu-
mans (Campbell & Gubisch, 1966; Gubisch, 1967) of
about 10 arc. We attribute the diﬀerence in optical
quality reported in the present study and those previ-
ously reported for the cat (Bonds, 1974; Bonds et al.,
1972; Enroth-Cugell & Robson, 1974; Wassle, 1971) to
several important factors. First, these previous studies
used anesthetized cats. As described earlier, anesthesia
compromises the quality and quantity of the tear ﬁlm,
which in itself, induces an increase in higher order
optical aberrations (Koh et al., 2002). Secondly, the cats
used in these previous studies were ﬁtted with contact
lenses, which corrected for defocus but not for astig-
matism. Moreover, it has recently been shown that the
placement of a corrective contact lens on the cornea can
increase higher order optical aberrations (Lu, Mao, Qu,
Xu, & He, 2003). Finally, most previous studies of cat
optics used a double-pass technique (with the exception
of Enroth-Cugell & Robson, 1974) and measured line-
spread functions, rather than PSFs. Aside from its pre-
cision, one of the many advantages of wavefront sensing
is that it allowed us to directly compute the PSF for the
measured wave aberrations, something that cannot be
done with double-pass techniques (Artal, Marcos,
Navarro, & Williams, 1995).
Our ﬁndings bring into question the assumption that
only visual systems endowed with high resolution need
high quality optics. So why does the cat need good op-
tics? Perhaps it needs them for visual detection and
discrimination at low light levels. Cats function well in
crepuscular and nocturnal environments, and dependhighly on vision for hunting and killing prey in these
environments (Hughes, 1977). Given that the cat’s pupil
(Wilcox & Barlow, 1975) can dilate to an area up to
three times that achievable in humans (DeGroot &
Gebhard, 1952) for the same light levels (Hughes, 1977),
cats should experience signiﬁcantly more optical inter-
ference than humans at the same light levels. Perhaps
the cat’s optics are relatively good because any addi-
tional aberrations would signiﬁcantly degrade this
animal’s vision to unsustainable levels.
Measures of spatial vision taken at diﬀerent ambient
luminance levels reveal that just as for owls, another
nocturnal species, the contrast sensitivity and spatial
resolution of cats and humans diﬀer signiﬁcantly at
high, but not low luminance values (Martin, 1982;
Pasternak & Merigan, 1981). At a luminance of 16
cd/m2, the cat’s peak sensitivity and acuity were shifted
by 2 and 3.5 octaves respectively towards lower fre-
quencies, relative to human values (Pasternak & Meri-
gan, 1981). Over a 6 log unit range of luminance, the
cat’s sensitivity and acuity decreased by 1 log unit and
1.7 octaves respectively, while human values decreased
much more signiﬁcantly, by 1.7 log units and 5 octaves
respectively (Pasternak & Merigan, 1981). The end re-
sult is that at low (scotopic) light levels, cat and human
contrast sensitivities and acuities are very similar. This is
consistent with the ﬁndings that brightness increment
thresholds in humans and cats are similar at scotopic
light levels (Thorn, 1970), but not in high luminance
conditions (Berkley, 1976; Mead, 1942). The human/cat
comparative study of Pasternak and Merigan (1981)
seems to indicate that most of the diﬀerences in acuity
between humans and cats can be explained by the denser
concentration of foveal cones in humans (Osterberg,
1935) and the nearly 1:1 ratio of cones converging to
midget ganglion cells (Missotten, 1974). Indeed, cats
seem to have about three times larger cone spacing
(0.005 mm on the retina or 1.5 min of arc––Steinberg,
Reid, & Lacy, 1973) at the retinal area of peak cone
density than humans (0.002 mm on the retina or 0.5 min
of arc––Polyak, 1957) and a cone-to-beta retinal gan-
glion cell convergence ratio of about 6–8:1 (Cleland,
Harding, & Tulunay-Keesey, 1979; Hughes, 1981;
Wassle, Boycott, & Illing, 1981). A more recent psy-
chophysical study comparing the fall oﬀ in acuity and
contrast sensitivity with retinal eccentricity in the cat
(Pasternak & Horn, 1991) revealed a good match with
spatial resolution and sensitivity predictions based on
the receptive ﬁeld center sizes and density of beta retinal
ganglion cells (Cleland et al., 1979; Hughes, 1981;
Wassle et al., 1981).
4.3. Conclusions
In summary, we have combined a psychophysical
approach with miniaturization of a Shack–Hartmann
2168 K.R. Huxlin et al. / Vision Research 44 (2004) 2159–2169wavefront sensor to quantify wave aberrations in the
normal, adult cat eye. By training cats to ﬁxate visual
targets, we were able to align the wavefront sensor to
their line of sight, while maintaining normal corneal
hydration and physiology through natural blinking.
This method enabled us to obtain consistent, repeatable
measures of Zernike coeﬃcients over a period of time
ranging from several days to several months. We found
that ocular aberrations in the cat were not signiﬁcantly
diﬀerent from those in humans, and that feline optics are
of relatively high quality. These results are intended to
form the basis of future experiments designed to study
the eﬀect of ocular manipulations on optical quality in
this animal model.Acknowledgements
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